
 Test type   Test standard   Result   Reference 

 Running status 100,000cycles    Running status 

  Temperature  -20℃ ~50℃ Pass    Nearby temperature 

  Humidity    20% ~ 80%      Nearby humidity 

Door  output   Open 
N.O   

COM   

           : GB-SW 

Report no  : GN-TR-13B007 

           : EXIT BUTTON  Test result  

   Test result 

           G L O N E X S. co  

Pass

Pass

Pass

Pass

Title 

Model


